Dynamic potential and surface morphology study of sertraline membrane sensors  by Khater, M.M. et al.
Journal of Advanced Research (2015) 6, 459–469Cairo University
Journal of Advanced ResearchORIGINAL ARTICLEDynamic potential and surface morphology study
of sertraline membrane sensors* Corresponding author. Tel.: +20 1005600793; fax: +20 2 35728843.
E-mail address: yousrymi@yahoo.com (Y.M. Issa).
Peer review under responsibility of Cairo University.
Production and hosting by Elsevier
http://dx.doi.org/10.1016/j.jare.2014.11.005
2090-1232 ª 2014 Production and hosting by Elsevier B.V. on behalf of Cairo University.M.M. Khater, Y.M. Issa *, H.B. Hassib, S.H. MohammedChemistry Department, Faculty of Science, Cairo University, Giza, EgyptA R T I C L E I N F O A B S T R A C TArticle history:
Received 18 August 2014
Received in revised form 12
November 2014
Accepted 13 November 2014
Available online 1 December 2014
Keywords:
Sertraline hydrochloride
Sensors
SEM
AFM
HeteropolyacidsNew rapid, sensitive and simple electrometric method was developed to determine sertraline
hydrochloride (Ser-Cl) in its pure raw material and pharmaceutical formulations. Membrane
sensors based on heteropolyacids as ion associating material were prepared. Silicomolybdic acid
(SMA), silicotungstic acid (STA) and phosphomolybdic acid (PMA) were used. The slope and
limit of detection are 50.00, 60.00 and 53.24 mV/decade and 2.51, 5.62 and 4.85 lmol L1 for
Ser-ST, Ser-PM and Ser-SM membrane sensors, respectively. Linear range is 0.01–10.00 for
the three sensors. These new sensors were used for the potentiometric titration of Ser-Cl using
sodium tetraphenylborate as titrant. The surface morphologies of the prepared membranes with
and without the modiﬁer (ion-associate) were studied using scanning and atomic force
microscopes.
ª 2014 Production and hosting by Elsevier B.V. on behalf of Cairo University.Introduction
Several HPLC, electrometric and spectrophotometric methods
were reported in a review for the determination of Ser+ and its
metabolites in pharmaceutical formulations [1]. Potentiometric
chemo sensor for the selective determination of sertraline
based on the molecular imprinting technique and electrometric
methods using voltammetric technique were developed [2–4].
Several spectroscopic methods have been reported for the
determination of Ser+ and their metabolites in its pharmaceu-
tical formulations [5–7].As ion-selective sensors (ISSs) have found wide use for the
direct determination of ionic species in complex samples [8–
19], it is a point of view in this study. In the early days, their
selectivity was often the limiting factor in determining low lev-
els of analyte ions. Potentiometric detectors based on ISSs
offer advantages such as selectivity, sensitivity, good precision,
simplicity, wide linear concentration range and long lifetime.
This study involves construction and analytical applications
of membrane sensors for the determination of sertraline hydro-
chloride. Due to the low solubility of the formed Ser-SM, Ser-
PM and Ser-ST ion-associates, their suitability as active ingre-
dients in membrane sensors was examined. The sensitivity and
selectivity of a potentiometric sensor is related to the composi-
tion of membrane, nature of the plasticizer, plasticizer/PVC
ratio and type of additive [20–22].
(1S-cis)-4-(3,4-dichlorophenyl)-l,2,3,4-tetrahydro-N-
methyl-l-naphthalenamine hydrochloride is known as sertra-
line hydrochloride, a widely used antidepressant belonging to
the selective serotonin reuptake inhibitor class. It is a white
Cl
Cl
NHCH3 .HCl
Scheme 1 Structural formula of sertraline HCl.
460 M.M. Khater et al.crystalline powder slightly soluble in water and isopropyl alco-
hol and sparingly soluble in ethanol. Its efﬁcacy has been dem-
onstrated in the treatment of major depression, obsessive
compulsive and panic disorders, eating, premenstrual dys-
phoric and post-traumatic stress disorders [1] (see Scheme 1).
Characterization of a surface of different solids is often of
vital importance in a number of ﬁelds, including heterogeneous
catalysis, semiconductor thin-ﬁlm technology, corrosion and
adhesion mechanisms, activity of metal surfaces, embrittle-
ment properties and studies of the behavior and functions of
biological membranes [23–28]. The surface of a solid is consid-
ered as a part of the solid that differs in composition from the
average composition of its bulk [29]. This study deals with con-
struction of membrane sensors and their surface characteriza-
tion using scanning and atomic force microscope.
Methodology
Reagents and materials
All reagents used were chemically pure grade. Doubly distilled
water was used throughout all experiments. Sertraline HCl
(Mol. wt. = 342.7 g mol1), and its pharmaceutical prepara-
tions (Serlift tablets, 100 mg/tablet, Global Napi Pharmaceu-
ticals, Egypt) and Moodapex tablet (50 mg/tablet, Multi-
Apex phama-Badr City-Cairo, Egypt), were used throughout
this study.
Silicotungstic acid (H4[W12SiO40]), silicomolybdic acid H4-
[SiMo12O40], phosphomolybdic acid (H3[PMo12O40]), dibutyl
phthalate (DBP), dioctyl phthalate (DOP), tricresyl phosphate
(TCP), ethylhexyl adipate (EHA), ortho-nitrophenyl phenyl
ether (o-NPPE), ethylhexyl sebacate (EHS), ortho-nitopheny-
loctyl ether (o-NPOE), poly (vinyl chloride) (PVC) of high rel-Table 1 Elemental analyses of the ion-associates.
Ion-associate Color
Ser-PM Yellowish green Found
Calc.
Ser-SM Yellowish green Found
Calc.
Ser-ST White Found
Calc.ative molecular weight and tetrahydrofuran (THF), sodium
tetrakis-[3,5-bis(triﬂuoromethyl)phenyl]borate (NaTFMPB)
were obtained from Aldrich chemical company.
Preparation of solutions
Stock solution of Ser-Cl was prepared by dissolving 342.7 mg
in hot doubly distilled water and then completed to 100 mL.
Lower concentrations were prepared by appropriate dilutions
and kept in dark bottles at room temperature. Aqueous solu-
tions of 0.1 mol L1 NaTPB, STA, SMA, and PMA were pre-
pared using analytical grade purity chemicals. Lower
concentrations were prepared by dilution.
Preparation of the ion-associates
The ion-associates, sertraline silicotungstate (Ser-ST), sertra-
line silicomolybdate (Ser-SM) and sertraline phosphomolyb-
date (Ser-PM) were prepared by addition of 100 mL of
10.0 mmol L1 Ser-Cl solution to 2.5, 2.5 and 3.3 mmol L1
of STA, SMA and PMA, respectively. The resulting precipi-
tates were left in contact with their mother liquor overnight
to assure complete coagulation. The precipitates were then ﬁl-
tered and washed thoroughly with distilled water, dried at
room temperature and ground to ﬁne powders. The chemical
compositions of the precipitates were conﬁrmed by C, H and
N elemental analyses using automatic CHN analyzer (Per-
kin–Elmer model 2400) in the Micro Analytical Center, Fac-
ulty of Science, Cairo University, and the results are given in
Table 1.
From the elemental analyses, it was found that the molar
ratios were 4:1, 4:1 and 3:1 (D:R) for Ser-ST, Ser-SM and
Ser-PM, respectively, as seen in the following equations.
4Serþ þ ST4 $ Ser4ST
4Serþ þ SM4 $ Ser4SM
3Serþ þ PM3 $ Ser3PM
These stoichiometric ratios were conﬁrmed using conducti-
metric titrations. It was performed to give further insight into
the nature and stoichiometry of ion-associates. The conduc-
tance of 50 mL 1.0 mmol L1 R (STA, SMA or PMA) was
titrated against 0.1 mmol L1 Ser-Cl solution. Volume correc-
tions due to volume change were done and the molar concen-
trations of R and drug solutions were calculated after each
addition. [R]/[Ser-Cl] was plotted against the corrected speciﬁc
conductance. Characteristic breaks at molar ratio 4:1, 4:1 and
3:1 (D:R) were observed for Ser-ST, Ser-SM and Ser-PM,
respectively.C (%) H (%) N (%)
23.63 2.07 1.53
22.33 1.96 1.53
27.20 2.36 1.76
26.77 2.36 1.84
20.02 1.76 1.17
19.88 1.75 1.36
Table 2 Characterization of Ser-HCl membrane sensors at 25.0 ± 1.0 C, response time <10 s.
No. Ion-associate% Plasticizer (%) Slope (mV/decade) Linear range (mmol L1) LOD (lmol L1)
Ser-ST
1 0.5 49.75 TCP 39.20 0.01–3.38 2.13
2 1.0 49.50 TCP 49.80 0.01–10.00 3.31
3 3.0 48.50 TCP 48.99 0.01–10.00 4.07
4 5.0 47.50 TCP 47.93 0.01–10.00 4.16
5 1.0 49.50 DOP 49.32 0.01–10.00 3.13
6 1.0 49.50 DBP 41.86 0.02–10.00 5.88
7 1.0* 49.50 o-NPPE 50.00 0.01–10.00 2.51
8 1.0 49.50 EHS 44.53 0.04–4.47 11.75
9 1.0 49.50 EHA 24.71 0.01–2.29 2.51
10 1.0 9.50 oleic acid + 40.00 ONPPE 62.78 0.04–2.95 18.92
Ser-PM
11 1.0* 49.50 TCP 60.00 0.01–10.00 5.62
12 3.0 48.50 TCP 58.61 0.01–10.00 3.01
13 5.0 47.50 TCP 57.19 0.01–10.00 7.41
14 7.0 46.50 TCP 57.52 0.01–10.00 7.76
15 1.0 49.50 DBP 57.23 0.01–10.00 10.23
16 1.0 49.50 o-NPPE 59.73 0.01–10.00 4.46
17 1.0 49.50 DOP 52.41 0.01–10.00 5.13
18 1.0 49.50 EHA 48.46 0.01–5.37 5.62
Ser-SM
19 1.0 49.50 TCP 32.10 0.01–10.00 2.60
20 2.0 49.00 TCP 45.32 0.01–10.00 3.46
21 3.0 48.50 TCP 45.65 0.01–10.00 3.46
22 5.0 47.50 TCP 48.75 0.01–10.00 6.46
23 7.0 46.50 TCP 44.75 0.01–10.00 3.63
24 3.0* 48.50 EHA 53.24 0.01–10.00 4.85
25 3.0 48.50 o-NPOE 51.76 0.01–10.00 7.76
26 3.0 48.50 DOP 44.37 0.01–10.00 6.46
27 3.0 48.50 DBP 52.22 0.01–10.00 16.22
* The selected composition.
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Membranes of different compositions were prepared. The per-
centages of each ion-associate were changed to cover the ranges
of 0.5–5.0% Ser-ST 1.0–7.0% Ser-SM and 1.0–7.0% Ser-PM.
The membranes of optimum composition were prepared by dis-
solving the required amount of PVC in 5 mL THF. The calcu-
lated amount of ion-associate was dissolved intimately in THF
andmixed with the PVC solution in Petri-dish (5.0 cm diameter)
then the calculated volume of plasticizer was added. The total
weight of constituents in each batch is ﬁxed at 200 mg. To obtain
homogenous and uniform thickness, themembranes were left to
dry freely in air for 24 h. Disks (7.5 mm diameter) were punched
from the cast ﬁlms andmounted in a homemade electrode body.
The sensors were ﬁlled with a solution that is 10.0 mmol L1
with respect to KCl and 1.0 mmol L1 with respect to Ser-Cl
solution. Then, preconditioning the sensors was carried out by
soaking in 1.0 mmol L1 Ser-Cl solution for different time inter-
vals. The electrochemical system is represented as follows: Ag/
AgCl//inner solution/membrane/test solution//Ag/AgCl/Sat.
KCl.
Methods and apparatus
Potentiometric measurements
The Potentiometric and pH measurements were carried out
with a Jenway 3010 digital pH/mV meter. A techne circulatorthermostat Model C-100 (Cambridge-England) was used to
control the temperature of the test solution. Ag/AgCl/Sat.
KCl, was used as an external reference electrode.
Surface characterization
SEM and AFM were carried out by JEOL JSM-6360LA and
Philips XL30 and Shimadzu Wet-SPM (Scanning Probe micro-
scope), Japan, respectively, Micro Analytical Center, Faculty
of Science, Cairo University.
Optimization of the operating conditions of the prepared sensors
Potentiometric study involved construction of calibration
graphs, effect of soaking on life span, effect of temperature,
effect of pH, effect of interfering ions and effect of anionic
additives on the performance characteristics of the sensors.
To construct the calibration graph [30], the sensor and the
reference electrode were immersed in 50 mL doubly distilled
water, to which suitable increments of 10 mmol L1 solutions
were added in order to cover the concentration range
1.0 · 103–10.0 mmol L1 Ser-Cl. After each addition, the
emf values were recorded at 25 ± 1.0 C then plotted versus
the negative logarithmic value of the drug concentration
(log [Ser-Cl, mol L1]).
To study the effect of soaking time, the electrodes were
soaked in 1.0 mmol L1 solution of Ser-Cl at 25 ± 1.0 C. A
calibration graph was constructed for the sensor after different
time intervals. The measurements were stopped when the slope
Fig. 1 Effect of pH on the potential response of Ser-PM (A), Ser-SM (B) and Ser-ST membrane sensors.
462 M.M. Khater et al.of the calibration graph deviated largely from Nernstian value
and the sensor becomes out of use.
The effect of the test solution pH on the potential values of
the sensor system in different concentrations of Ser-Cl solu-
tions was studied. 50 mL Ser-Cl was transferred to 100 mL
titration cell and the tested ion-selective sensor in conjunction
with the Ag/AgCl/Sat. KCl, and a combined glass electrode
were immersed in the same solution. The mV and pH readings
were simultaneously recorded. The pH of the solution was var-Table 3 Selectivity coefﬁcient values (log KPot
Ser;JZþ ) for Se-
HCl membrane sensors at 25.0 ± 1.0 C.
Interferent Ser-PM sensor Ser-SM sensor Ser-ST sensor
Na+ 2.77 2.49 3.20
NH4
+ 2.71 2.40 2.60
K+ 2.89 2.70 2.60
Zn2+ - 2.18 2.62
Ni2+ 2.90 2.15 2.30
Mg2+ 2.75 2.30 2.61
Cu2+ - 2.00 2.77
Ca2+ - 2.48 -
Fe3+ 2.14 1.70 2.27
Lactose 3.20 2.47 2.30
Maltose 3.08 2.47 2.30
Sucrose 3.08 2.45 2.30
DL-Asparagine 3.14 2.90 2.77
DL-Serine 3.14 2.85 2.77
DL-Threonine 3.14 2.78 3.20
D-Alanine 3.00 2.79 3.00
L-Cysteine HCl 2.78 2.70 2.15
DL-Histidine 2.30 2.00 1.60ied over the range of 2.0–12.0 by addition of very small vol-
umes of 1.0 mol L1 HCl and/or (0.1–1.0 mol L1) NaOH
solution. The mV-readings were plotted against the pH-values
for different concentrations.
To study the sensors thermal stability, calibration graphs
were constructed at different test solution-temperatures cover-
ing the range 30–60 C. The slope, usable concentration range
and LOD of the sensors were determined at each temperature.
The inﬂuence of some inorganic cations and some excipi-
ents or additives which may be present in the pharmaceuticals
on the ISS performance was investigated. The matched poten-
tial methods (MPM) [31,32] were applied. Among the different
mixed solution methods, the matched potential method is
unique in that it depends neither on the Nicolsky–Eisenman
equation nor on any of its modiﬁcations. This method was rec-
ommended in 1995 by IUPAC as a method that gives analyt-
ically relevant practical selectivity coefﬁcient values.
Potentiometric determination
The drug was determined using potentiometric titration and
standard addition method. In potentiometric titration, an ali-
quot of the investigated compound (2–10 mL), 10 mmol L1
Ser-Cl, was transferred into 100 mL titration cell and diluted
to 50 mL by doubly distilled water; the resulting solutions were
titrated against 10 mmol L1 NaTPB using the corresponding
sensors. The end points were determined from the conven-
tional S-shaped curves by the zero and the ﬁrst derivative
plots. Similar method was done to 1.0 mmol L1 Ser-Cl solu-
tion against 1.0 mmol L1 NaTPB solution.
The standard addition technique was applied [20,33] in
which a known incremental change is made through the addi-
tion of standard solution to the sample. This was achieved by
Fig. 2 Response of Ser-SM (A), Ser-PM and Ser-ST sensor toward different cations.
Membrane sensors for sertraline hydrochloride 463adding known volumes of standard Ser-Cl to 50 mL solution
containing different amounts of Ser-Cl in its pure state or
pharmaceutical preparations. The change in mV reading was
recorded for each increment and used to calculate the concen-
tration of the drug in sample solution. The concentration of
the unknown solution was determined using the following
equation:
Cx ¼ Cs VS
VX þ VS
 
10nðDE=SÞ  VX
VS þ VX
 1
where Cx is the concentration to be determined, Vx is the vol-
ume of the original sample solution, Vs and Cs are the volume
and concentration of the standard solution added to the sam-
ple under test, respectively, DE is the change in potential
caused by the addition, and S is the slope of the calibration
graph.
Analysis of tablets
For analysis of tablets, 10 tablets were weighed and ground to
ﬁne powder and an appropriate weight from this powder was
taken as samples and dissolved in 25 mL hot doubly distilledwater then, the solution was ﬁltrated in a 50 mL measuring
ﬂask and completed to the mark by doubly distilled water.
The concentration of this solution was determined using
potentiometric titration, and standard addition method as
described for pure solutions.
Surface characterization
To study the change in surface morphologies of the prepared
membrane ﬁlms, a freshly prepared membranes containing
PVC only, PVC+ plasticizer, PVC + plasticizer + ion-asso-
ciates and PVC + plasticizer + ion-associates + additives,
were prepared and tested by SEM and AFM.
Results and discussion
Potentiometric behavior of sensors
The potentiometric behavior of the prepared sensors based on
the composition of membrane mixtures is preliminary
described. Several trials were carried out to reach a better lin-
ear response, Nernstian slope and low LOD, changing the per-
Fig. 3 Calibration graphs of Ser-SM membrane sensor at
different test solution temperatures 30 (a), 40 (b), 50 (c), and
60 C (d).
464 M.M. Khater et al.centage of the ion-associate was the ﬁrst trial. On the other
hand, plasticizers play a vital role in the sensor performance
as it is responsible for ion-associate salvation and distribution
in the membrane matrix, thus, controlling the selectivity, sen-
sitivity and LOD [15,21,34,35]. Also, the polar plasticizer low-
ers the membrane resistance as they contain a functional group
with potential coordinate sites that can compete with the car-
rier [22]. In this work, several plasticizers were tested as poten-
tial plasticizers. For Ser-ST sensor, 0.5–5.0% were tested
(sensors 1–4), Table 2. Sensor 1 (0.50% Ser-ST, 49.75%
TCP, 49.75% PVC) has the lowest LOD of 2.13 lmol L1;
however it has slope far than the Nernstian value. Sensor 2
contains 1% Ser-ST has high LOD, 3.31 lmol L1, but the
slope was increased from 39.20 to 49.80 mV/decade. As Ser-
ST percentage increases, the slope decreases. 1.0% Ser-ST
and 49.50% PVC were mixed with 49.50% DOP, DBP, o-
NPPE, EHS, and EHA, Table 2. The best plasticizer was
found to be o-NPPE, sensor 7, which has low LOD of
2.51 lmol L1, wide linear range, 0.01–10.00 mmol L1, and
slope, 50.00 mV/decade, Table 2, this may be due to the high
polarity of o-NPPE [22]. Addition of fatty acids improves
the sensitivity of sensors and accelerates the exchange at the
sample membrane interface [36,37], oleic acid was added to
improve the slope value to 62.78 mV/decade. It may be inter-
posed between the matrix and ion-associate (Ser-ST) facilitat-
ing the effective binding and preventing the localization of the
ion-associate in the membrane [22,35,38]. Although, the slope
value was increased but the LOD increased from 2.51 to
18.92 lmol L1, Table 2. The best sensor in this case was
found to be sensor 7 (1.0% Ser-ST and 49.50 PVC and
49.50% o-NPPE), Table 2. 1.0–7.0% Ser-PM were tested.
Repeatable results were observed with sensor 11, (1.0% Ser-
PM, 49.50% TCP and 49.50% PVC) with 5.62 lmol L1,
0.01–10.00 mmol L1, 60.00 mV/decade, LOD, linear rangeand slope, respectively. 1.0% Ser-PM and 49.50 PVC were
mixed with 49.50% DBP, o-NPPE, DOP, and EHA, Table 2.
The best compatible plasticizer was tested to be TCP, sensor
11, Table 2. For Ser-SM 1.0–7.0% were tested, Table 1. Sensor
19 (1.0% Ser-SM, 49.50% TCP, 49.50% PVC) has the lowest
LOD, 2.60 lmol L1, but it has low Nernstian slope value
32.10 mV/decade. Sensor 22 (5.0% Ser-SM, 47.50% TCP,
47.50% PVC) has the highest slope value, 48.75 mV/decade.
5.0% Ser-SM and 47.50 PVC were mixed with 47.50% o-
NPOE, EHA, DOP, and DBP, Table 2. Sensor 24 (5.0%
Ser-SM, 47.50% EHA, 47.50% PVC) was the best one in this
case.
Sensor life span
The period through which the sensor retains a Nernstian
response is known as the sensor age or, life span. The perfor-
mance characteristics of the investigated sensors were studied
as a function of soaking time. For this purpose, the sensors
were soaked in 1.0 mmol L1 Ser-Cl for different time inter-
vals. The effect of soaking time on the slope of the calibration
graphs, usable concentration range and LOD were studied for
each sensor independently. As the responses of ISSs have been
proved to be due to phase boundary process [13], so leaching
of the active ingredient and plasticizer from the polymeric ﬁlm
is the primary reason for decreasing the sensitivity of the sen-
sor [20,22,39]. The results of Ser-PM and Ser-SM sensors,
show that they give Nernstian behavior up to 1 month and
24 days, respectively. For Ser-ST, it must be freshly prepared
or kept in refrigerator.
Studying the sensor behavior in solutions of different pHs
The effect of pH of the test solutions on the sensor response
was studied as described in the experimental part. The
response was pH independent over the pH range 2.13–7.30,
2.25–7.24 and 2.12–7.85 for Ser-PM, Ser-SM and Ser-ST sen-
sors, respectively. At higher pH values, the potential decrease
due to the decrease of Ser+ concentration because of the for-
mation of the free base by action of NaOH [13,21,22,40–43],
Fig. 1.
Sensors selectivity
The effect of interference was studied using Ser-PM, Ser-SM,
and Ser-ST membrane sensors. The response of the sensors
toward different substances and ionic species such as inorganic
cations, amino acids and sugars which may be present in the
pharmaceutical preparations was checked. In the present
study, matched potential method (MPM) was applied. The
selectivity coefﬁcient KPotSer;Jzþ was determined in the presence
of many species as described in the experimental part. Table 3
reﬂects a very high selectivity of these sensors for the studied
drug.
The mechanism of selectivity is mainly based on the stereo-
speciﬁcity and electrostatic environment and it is dependent on
compatibility between the locations of the lipophilicity sites in
the two competing species in the bathing solution side and
those present in the receptor of the ion associate [13,19,44].
The tested cations do not interfere because of differences in
ionic size, mobility and permeability. The sensors are selective
Fig. 4 (A) Variation of the cell standard potential (A) and sensor standard potential (B) with temperature for Ser-PM (a), Ser-SM (b)
and Ser-ST (c) membrane sensors.
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interference was also observed by plotting the calibration curve
using the studied sensors for different cations [16]. Fig. 2(A)–
(C) shows that, there were limited interference with mono,
di, and tri basic cations for the cited sensors. They also indi-
cated that the tested cations would not signiﬁcantly disturb
the functioning of Ser-membrane sensors.
Thermal stability of sensors
Studying the response of the sensors at different temperatures
is an important factor in the characterization of new sensors
[45,46]. By knowing the temperature effect on the sensor we
can determine the temperature range in which the sensor can
be used. To study the thermal stability of the senor, calibration
graphs (sensor potential, Esen. vs. log [Ser-Cl, mol L1]) were
constructed at different test solution temperatures covering the
range 30–60 C. The slope, LOD and usable concentration
range of the sensor at different test solution temperatures were
studied. The results show that, the slope of the calibrationTable 4 Determination of Ser-HCl in the pure form applying pote
Sensor Weight (mg) Recovery* ± S.E
Ser-PM 1.03 106.66 ± 0.96
1.71 106.60 ± 0.70
3.43 104.50 ± 0.29
10.28 104.33 ± 0.69
17.14 99.20 ± 0.83
34.27 96.57 ± 0.30
Ser-SM 1.03 105.89 ± 0.48
1.71 103.00 ± 0.58
3.43 103.66 ± 0.33
10.28 103.22 ± 0.62
17.14 103.87 ± 0.70
34.27 101.93 ± 0.23
Ser-ST 1.03 103.22 ± 0.49
1.71 104.87 ± 0.52
3.43 100.57 ± 0.34
10.28 100.00 ± 0.77
17.14 100.20 ± 0.31
34.27 99.97 ± 0.26
* Average of three replicate measurement.graphs increased by increasing the test solution temperature
but it is still in the Nernstian range. Fig. 3 shows a representa-
tive graph for the effect of temperature on Ser-SM membrane
sensor at 30–60 C.
To calculate the temperature coefﬁcient ðdE=dtÞcell of the
cell and the standard cell potentials, Eocell, were determined at
different temperatures from the respective calibration plots
as the intercept of these plots at-log [Ser-Cl, mol L1] = 0,
[46,47]. The values of ðdE=dtÞcell and ðdEo=dtÞsen: are
3.70 · 104 and 4.50 · 104, 3.19 · 103 and 3.69 · 103, and
4.52 · 103 and 3.79 · 103 V/C for Ser-PM, Ser-SM, and
Ser-ST sensors, respectively, Fig. 4. These small values reveal
high thermal stability of the studied sensors within the investi-
gated temperature range.
Analytical applications
From the performance characteristics of the studied sensors, it
was shown that most of these sensors have closely similar
behavior (linear concentration range, working pH range andntiometric titration.
(%) RSD (%) Potential jump (mV)
1.56 134.0
1.14 130.0
0.48 131.0
1.15 169.0
1.45 220.0
0.53 216.0
0.79 130.0
0.97 130.5
0.56 117.5
1.04 194.5
1.16 197.5
0.39 215.5
0.81 54.5
0.86 55.5
0.58 84.0
1.33 93.0
0.53 85.0
0.45 88.0
Table 5 Determination of Ser-HCl in pharmaceutical preparations applying potentiometric titration.
Weight (mg) Recovery* ± S.E% RSD% Recovery*± S.E% RSD% Recovery* ± S.E% RSD%
Ser-PM Ser-ST Ser-SM
Moodapex (50 mg/tablet)
1.99 – – 101.83 ± 0.44 0.75 102.43 ± 0.29 0.50
5.99 104.22 ± 0.97 1.60 100.67 ± 0.51 0.87 98.44 ± 0.29 0.50
9.99 101.80 ± 0.64 1.09 103.13 ± 0.47 0.77 – –
19.99 103.93 ± 0.52 0.87 – – – –
Serlift (100 mg/tablet)
1.99 – – 95.63 ± 1.15 1.15 95.77 ± 0.40 0.74
5.99 93.67 ± 0.96 1.77 99.11 ± 0.49 0.85 94.00 ± 0.51 0.94
9.99 97.53 ± 0.79 1.40 – – – –
19.99 96.77 ± 0.41 0.73 – – – –
* Average of three replicate measurement.
466 M.M. Khater et al.response time). Ser-PM, Ser-ST and Ser-SM sensors were used
in the determination of Ser-Cl in both pure raw material and
its commercially available pharmaceutical formulations (Ser-
lift and Moodapex tablets).
Two Potentiometric methods were used, the ﬁrst involves
potentiometric titration using NaTPB as titrant and the second
is the standard addition method.
Potentiometric titration
Potentiometric titration for pure raw material
The potentiometric titration described in the experimental part
was proved to be successful for the determination of Ser-Cl in
its pure raw and pharmaceutical formulations using the new
prepared sensors. The feasibility of such titration depends on
the degree of completeness of the reaction. Since the equilib-
rium constant (K) of precipitation titration is inversely propor--log [Ser-HCl, mol L-1]
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Fig. 5 Calibration graphs pf membrane sensors composed of
100.00% PVC (A) 50.00% PVC+ 50.00% TCP (B), 49.50%
PVC+ 49.50% TCP+ 1.0% Ser-PM (C) and 49.25%
PVC+ 49.25% TCP+ 1.00%Ser-PM+ 0.50% NaTFMPB (D).tional to the solubility product, so the smaller the solubility
product of the formed ion-associate, the sharper is the end
point. The titration process was carried out manually in aque-
ous solution containing 0.34–34.27 mg Ser-Cl with average
recoveries, relative standard deviation values and potential
jumps at the vicinity of end point ranging from 96.57–
106.66, 101.93–105.89 and 99.97–104.87%, 0.48–1.56, 0.39–
1.16 and 0.45–1.33%, 130–220, 130.0–215.5 and 54.5–
93.0 mV by Ser-PM, Ser-SM and Ser-ST membrane sensors,
respectively, Table 4. From these results, it is concluded that
high concentrations of the drug give sharp and large potential
jump at the end point.
Potentiometric titration for the pharmaceutical preparations
The above results show that, the potential jump at the vicinity
of end point reﬂects that the constructed sensors can be used
successfully as indicator electrodes in potentiometric titrations
of the drug in different sample solutions with very high per-
centage recovery. These new sensors were used for the determi-
nation of Ser-Cl in its pharmaceutical preparations (Serlift,
100 mg/tablet and Moodapex, 50 mg/tablet). 5.83 mmol L1
Serlift and Moodapex solutions were prepared by dissolv-
ing weight equivalent to 100 mg Ser-Cl as described in the
experimental part. Different volumes of these solutions equiv-
alent to 1.99–19.99 mg were taken and titrated against
5.83 mmol L1 NaTPB using the prepared membrane and
CMCP sensors.
The results showed that upon using Ser-TPB, Ser-PM, Ser-
ST and Ser-SM membrane sensors, the potential jumps at the
vicinity of end point ranged from 279.5–246.6, 290.0–334,
186.7–245 and 198.5–219.0 mV. The recovery and RSD values
varied 98.95–103.32, 93.67–104.22, 95.63–103.13 and 94.00–
102.43% and 0.11–0.41, 0.73–1.77, 0.75–1.15 and 0.50–
0.94% for the potentiometric titration of Moodapex and Ser-
lift tablets as shown in Table 5.
Potentiometric determination of Ser-Cl applying the standard
additions method
The standard addition method described in the experimental
part, was proved to be successful for the determination of
Ser-Cl in the pure and pharmaceutical preparations. This
determination is based on spiked samples with known amounts
of the drug, using the prepared sensors as indicator electrodes.
Fig. 6 Comparison of surface morphologies of membranes, 100.00% PVC (A) 50.00% PVC+ 50.00% TCP (B), 49.50%
PVC+ 49.50% TCP + 1.00% Ser-PM (C) and 49.25% PVC+ 49.25% TCP+ 1.00% Ser-PM+ 0.50% NaTFMPB (D) membrane
ﬁlms (total weight, 200 mg).
Membrane sensors for sertraline hydrochloride 467The obtained recovery values for the determination of 0.017,
0.171 and 1.713 mg pure Ser-Cl were 100.17, 100.05 and
96.05% using Ser-PM. It was determined in the pharmaceuti-
cal formulations, Moodapex and Serlift with recovery and
RSD ranged 97.81–99.13 and 0.60–1.47%, respectively.
Surface characterization of Ser-membrane sensors
Surface characterization plays a signiﬁcant role in ion selective
electrode [48–56]. The current work tends to relate the data
obtained from the potentiometric measurements to the surface
morphology of membrane sensors. The scanning electron
microscope (SEM) is one of the most versatile instruments
available for the examination and analysis of the microstruc-
ture morphology of the conducting surfaces. The microspores,
amorphous phase and the chain segments of the plasticized
polymer electrolytes are responsible for the enhancement of
ionic conductivity.
For Ser-PM sensor
The calibration graphs of 100.00% PVC, 50.00%
PVC+ 50.00% TCP, 49.5% PVC+ 49.50% TCP + 1.00%
Ser-PM and 49.25% PVC+ 49.25% TCP + 1.0%Ser-
PM+ 0.50% NaTFMPB shows that adding Ser-PM increases
the slope value from 22.74 to 60.00 mV/decade, Fig. 5. Fig. 6
shows SEM images for these membranes. The PVC-membrane
without the Ser-ion-exchanger exhibited a physically tight struc-ture while the membranes with the Ser-ion-exchanger showed a
surface with a loose and permeable structure that included
grains to diffuse the Ser-ion [56]. The rearrangement and the size
of the grains change as a result of adding an active ingredient
where the slope and LOD amount to 60.00 mV/decade and
5.62 lmol L1, respectively, Fig. 5. It was modiﬁed by adding
NaTFMPB to the preparedmixture, this rearrangement and size
change of the formed grains lead to increasing the slope and
LOD values to 63.42 mV/decade and 8.12 lmol L1, respec-
tively. Typical 2 and 3DAFM images of these are in close agree-
ment with the data obtained from SEM.
For Ser-ST sensors
Calibration graphs for sensors composed of 100.00% PVC,
50.00% PVC+ 50.00% ONPPE, 49.50% PVC+ 49.50%
ONPPE + 1.00% Ser-ST and 49.50% PVC+ 40.00%
ONPPE + 1.00% Ser-ST + 9.50% oleic acid were con-
structed, Fig. a sup. SEM images of them show that formation
of grains differs in size and arrangement than those formed
upon adding o-NPPE to the prepared mixture, Fig. b sup.(B)
(slope = 32.99 mV/decade). Adding Ser-ST increased the
number of grains, Fig. b sup.(C) (slope = 50 mV/decade,
LOD= 2.51 lmol L1). A large change in the surface mor-
phology was observed upon adding oleic acid to membrane
C which may be attributed to the presence of two different
plasticizers, Fig. b sup.(D) (slope and LOD amounted to
468 M.M. Khater et al.62.78 mV/decade and 18.92 lmol L1, respectively). Typical 2
and 3D AFM images of these membranes are in close agree-
ment with the data obtained from SEM.
For Ser-SM sensors
Membranes composed of 100.00% PVC, 50.00%
PVC+ 50.00% EHA, 48.50% PVC+ 48.50%
EHA+ 3.00% Ser-SM and 48.25% PVC+ 48.25%
EHA+ 3.00% Ser-SM+ 0.50% NaTPB, were prepared and
used for the determination of Ser-Cl by constructing the calibra-
tion graphs of them, Fig. c sup. Fig. d sup.(A-D) shows the SEM
images of these membranes. It was observed that upon adding
EHA to the prepared mixture, the formed grains differ in size
and arrangement than those formed with TCP and o-NPPE,
Fig. d sup.(B) (slope = 43.37 mV/decade). Upon adding
Ser-SM, the surface morphology and the grains arrangement
changed, Fig. d sup.(C) (slope = 53.24 mV/decade,
LOD= 4.85 lmol L1). After adding NaTPB to membrane
C, the grains enlarged and their arrangement changed Fig. d
sup.(D) (slope and LOD amount to 57.39 mV/decade and
6.16 lmol L1, respectively). Typical 2 and 3D AFM images
of these membranes are in close agreement with the data
obtained from SEM.Conclusions
The suggested sensorswere characterized toobtain the best com-
position and conditions for constructing the calibration curves.
They exhibit near Nernstian response with slope and limit of
detection 50.00, 60.00 and 53.24 mV/decade and 2.51, 5.62 and
4.85 lmol L1 for Ser-ST, Ser-PM and Ser-SM membrane sen-
sors, respectively. Linear range is 0.01–10.00 for the three sen-
sors. The response time is less than 10 s. The selectivity studies
revealed that the prepared sensors are highly selective toward
Ser+ over a wide range of other cations and molecules. These
sensors were successfully applied for the determination of
Ser+ in pure raw material and pharmaceutical formulations.
Scanning electron microscope was done for the prepared mem-
branes in absence and presence of the modiﬁer (ion-associates).
The data indicated that the surface morphologies in close agree-
ment with the potential dynamic data. Typical 2 and 3D AFM
images of these membranes conﬁrmed the data obtained from
SEM and potential dynamic study.Conﬂict of interest
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